Advances in Environmental Measurement Methods for Asbestos

Michael E. Beard and Harry L. Rook, editors

ASTM STP 1342
Advances in Environmental Measurement Methods for Asbestos

Michael E. Beard and Harry L. Rook, editors

ASTM Stock Number: STP1342

ASTM
100 Barr Harbor Drive
West Conshohocken, PA 19428-2959
Printed in the U.S.A.
Advances in environmental measurement methods for asbestos / Michael E. Beard and Harry L. Rook, editors.

APA Citing:
Library of Congress Cataloging-in-Publication Data
Advances in environmental measurement methods for asbestos / Michael E. Beard and Harry L. Rook, editors.

Copyright © 1999 AMERICAN SOCIETY FOR TESTING AND MATERIALS, West Conshohocken, PA. All rights reserved. This material may not be reproduced or copied, in whole or in part, in any printed, mechanical, electronic, film, or other distribution and storage media, without the written consent of the publisher.

Photocopy Rights

Authorization to photocopy items for internal, personal, or educational classroom use, or the internal, personal, or educational classroom use of specific clients, is granted by the American Society for Testing and Materials (ASTM) provided that the appropriate fee is paid to the Copyright Clearance Center, 222 Rosewood Drive, Danvers, MA 01923; Tel: 508-750-8400; online: http://www.copyright.com/.

Peer Review Policy

Each paper published in this volume was evaluated by two peer reviewers and at least one editor. The authors addressed all of the reviewers' comments to the satisfaction of both the technical editor(s) and the ASTM Committee on Publications.

To make technical information available as quickly as possible, the peer-reviewed papers in this publication were prepared "camera-ready" as submitted by the authors.

The quality of the papers in this publication reflects not only the obvious efforts of the authors and the technical editor(s), but also the work of the peer reviewers. In keeping with long-standing publication practices, ASTM maintains the anonymity of the peer reviewers. The ASTM Committee on Publications acknowledges with appreciation their dedication and contribution of time and effort on behalf of ASTM.

Printed in Philadelphia, PA
January 2000
Foreword

This publication, *Advances in Environmental Measurement Methods for Asbestos*, contains papers presented at the symposium of the same name held 13–17 July 1997 in Boulder, Colorado. The symposium was sponsored by ASTM Committee D-22 on Sampling and Analysis of Atmospheres, and by the Environmental Information Association. The conference chairmen and co-editors of the publication were Michael E. Beard, Consultant, Raleigh, North Carolina, and Harry L. Rook, National Institute of Standards and Technology, Gaithersburg, Maryland.
Contents

Overview ix

MEASUREMENT METHODS FOR ASBESTOS IN BULK BUILDING MATERIALS


A Personal Perspective on Teaching Asbestos Analysis: Lessons from the Classroom and Laboratory—P. M. COOKE 22

Bulk Asbestos Laboratory Programs in the United States—Seventeen Years in Retrospect—B. W. HARVEY, J. T. ENNIS, L. C. GREENE, AND A. A. LEINBACH 38

The Habit of Asbestiform Amphiboles: Implications for the Analysis of Bulk Samples—A. G. WYLIE 53

Asbestos Measurement in Soils and Bulk Materials: Sensitivity, Precision, and Interpretation—You Can Have It All—D. W. BERMAN 70

A Validated Method for Gravimetric Determination of Low Concentrations of Asbestos in Bulk Materials—E. J. CHATFIELD 90


ASTM’s Bulk Method: Where Are We, Where Are We Headed, Where Should We Be Headed?—I. M. STEWART 122

MEASUREMENT METHODS FOR ASBESTOS IN AMBIENT, INDOOR AND WORKPLACE AIR

Strategy, Development and Laboratory Calibration of a Personal Passive Sampler for Monitoring the Asbestos Exposure of Maintenance Workers—G. J. BURDETT AND G. REVELL 129
Direct-Reading Measurement of Fiber Length/Diameter Distributions—
P. A. BARON, G. J. DEYE, J. E. FERNBACK, AND WILLIAM G. JONES 147

International Organization for Standardization Methods for Determination of Asbestos in Air—E. J. CHATFIELD 156


Shortcomings in Airborne Asbestos Analysis Filtered from New York State’s Proficiency-Testing Data—J. S. WEBBER, A. G. CZUHANICH, AND L. J. CARHART 184

Negative Exposure Assessments for Asbestos Floor Tile Work Practices—
A. F. OBERTA AND K. E. FISCHER 193

The Use of Scanning Confocal Microscopy to Measure the Penetration of Asbestos into Membrane Filters—G. J. BURDETT, G. ARCHENHOLD, A. R. CLARKE, AND D. M. HUNTER 209

MEASUREMENT METHODS FOR ASBESTOS IN WATER

Asbestos in Water Methods: EPA’s 100.1 & 100.2 and AWWA’s Standard Method 2570—J. R. MILLETTE, P. FEW, AND J. A. KREWER 227

A Rapid Procedure for Preparation of Transmission Electron Microscopy Specimens from Polycarbonate Filters—E. J. CHATFIELD 242

Measurements of Chrysotile Fiber Retention Efficiencies for Polycarbonate and Mixed Cellulose Ester Filters—E. J. CHATFIELD 250

Sludge, Crud and Fish Guts: Creative Approaches to the Analysis of Non-Standard Water Samples for Asbestos—R. M. BAILEY AND M. HU 266


Proficiency Testing for All Fiber Sizes in Drinking Water: The Long and the Short of It—J. S. WEBBER, L. J. CARHART, AND A. G. CZUHANICH 288

MEASUREMENT METHODS FOR ASBESTOS IN SETTLED DUST

A Study of the Reproducibility of the Micro-Vac Technique as a Tool for the Assessment of Surface Contamination in Buildings with Asbestos-Containing Materials—R. L. HATFIELD, J. A. KREWER, AND W. E. LONGO 301
Dust and Airborne Concentrations—Is There a Correlation?—R. J. LEE, D. R. VAN ORDEN, AND I. M. STEWART 313

Further Observations of Settled Asbestos Dust in Buildings—W. M. EWING 323

Some Statistical Principles in Asbestos Measurement and Their Application to Dust Sampling and Analysis—D. P. FOWLER AND B. P. PRICE 333

An Overview of Settled Dust Analytical Methods and Their Relative Effectiveness—O. S. CRANKSHAW, R. L. PERKINS, AND M. E. BEARD 350

Applications of the ASTM Asbestos in Dust Method D5755—J. R. MILLETTE AND M. D. MOUNT 366

Correlated Measurements of Airborne Asbestos-Containing Particles and Surface Dust—E. J. CHATFIELD 378

Incorporating Dust Sampling into the Asbestos Management Program—S. M. HAYS 403

Indexes 411
Overview

ASTM Committee D 22 on Sampling and Analysis of Atmospheres sponsors a variety of conferences and seminars to promote the exchange of information about monitoring various constituents and properties of air. One such conference is held periodically on the campus of the University of Colorado in Boulder and is known as the ASTM Boulder Conference. The 1997 ASTM Boulder Conference on Advances in Environmental Measurement Methods for Asbestos was held 13–17 July 1997 at the University of Colorado. This conference was co-sponsored by ASTM Committee D-22 and the Environmental Information Association.

The purpose of the conference was to focus on recent advances in research on measurement methods for asbestos in bulk building materials, as well as ambient, indoor, and workplace air, water, and settled dust. The program included discussion of measurement methods, monitoring strategies, data interpretation, and quality assurance for asbestos measurements. It was the intent of the program to bring the disciplines of analytical chemistry together with investigators who are assessing exposure to asbestos in the environment and to promote better understanding of their mutual interests, needs, and limitations. The papers presented at the conference have been subjected to peer review, and those accepted are published in this ASTM Special Technical Publication.

Asbestos is a useful material and has been used as a component of many building materials. However, when asbestos fibers become airborne and are inhaled they may produce adverse effects such as asbestosis, lung cancer, and mesothelioma. The U.S. Environmental Protection Agency, the Occupational Safety and Health Administration, and various state and local governments have issued regulations to control exposure to the asbestos fibers. These governmental units have also named analytical methods and procedures that must be used to be in compliance with the regulations. These compliance methods address monitoring asbestos in drinking water, building materials, and in workplace and ambient air.

There are also asbestos-monitoring interests where no government regulation has been promulgated. Such an interest is asbestos in settled dust. While government regulations generally address visible deposits of dust in areas where asbestos-containing materials have been identified, there have been no analytical methods for sampling and analysis of asbestos in this medium. Likewise, there are no regulatory monitoring or control strategies other than requiring that all visible dust should be cleaned. ASTM has addressed these needs by developing draft methods for asbestos in settled dust, and two have become ASTM standards (D 5755: Test Method for Microvacuum Sampling and Indirect Analysis of Dust by Transmission Electron Microscopy for Asbestos Structure Number Concentrations; and D 5756: Test Method for Microvacuum Sampling and Indirect Analysis of Dust by Transmission Electron Microscopy for Asbestos Mass Concentration).

Analytical methods are constantly being reviewed and revised by users to meet new or special analytical needs. ASTM methods are subject to this review process and are required to be re-approved every five years. Governmental compliance monitoring methods for asbestos have proved to be more difficult to amend. Although regulations require periodic review, technical improvements may not be adopted because they may increase the cost of the analysis and thus the burden to the public. While the government will accept results from a more stringent analytical procedure, they are reluctant to require procedures considered burdensome to the public. Where there is no standard method or governmental compliance monitoring procedure, the analytical needs are filled by the so-called "state of the
art procedure.” These procedures are commonly used by laboratories to meet the demanding analytical requirements of a wide variety of materials submitted for analysis.

While these “state of the art procedures” may ultimately become the practice of all and be incorporated into the regulations, their adoption may lag in meeting the immediate monitoring needs of the analyst. It is this need that the 1997 ASTM Boulder Conference addresses. Many asbestos-monitoring techniques have been developed for problem materials such as vinyl asbestos floor tiles, bulk samples with less than 10% asbestos content, and asbestos in settled dust. The goal of this conference was to provide a forum for these state-of-the-art improvements and to have them published for wider distribution and dissemination. This Special Technical Publication will provide documentation of this forum and serve as a guide for monitoring asbestos using improved analytical techniques. This publication will be especially useful to those unable to attend the conference and as a foundation for those who are continuing research to meet these analytical needs.

The Conference was organized into technical sessions dealing with four measurement areas: (1) Measurement Methods for Asbestos in Bulk Building Materials; (2) Measurement Methods for Asbestos in Ambient, Indoor, and Workplace Air; (3) Measurement Methods for Asbestos in Water; and (4) Measurement Methods for Asbestos in Settled Dust. Papers describing analytical methods, monitoring strategies, and quality assurance procedures were presented and discussed.

The session on Methods for Asbestos in Bulk Building Materials included discussions concerning polarized light microscopy (PLM), X-ray diffraction (XRD), and transmission electron microscopy (TEM) techniques for analysis of these materials. The performance of regulatory methods in the analysis of a variety of bulk building materials, soils, and paints was presented and discussed. Shortcomings of the regulatory procedures were highlighted, and research to develop improvements, especially for the 1% regulatory statute, was presented.

The session on Asbestos in Ambient, Indoor and Workplace Air included presentations on OSHA, EPA, and ISO methods for monitoring airborne asbestos by either phase contrast microscopy (PCM) or TEM. Interesting research on techniques for determining fiber length/diameter distributions and the depth of penetration of fibers into membrane filters were also presented.

The session on Measurement Methods for Asbestos in Water reviewed EPA and American Water Works Association methods for asbestos in drinking water and research on improved sample preparation techniques. These small fibers dictate the use of TEM for analysis. This session also includes the editor’s choice for most interesting title in the conference, namely “Sludge, Crud and Fishguts: Creative Approaches to Non-Standard Asbestos Water Analysis.” This title epitomizes the innovative spirit and talent that analysts must exercise in dealing with a wide variety of environmental monitoring needs.

The final session on Measurement Methods for Asbestos in Settled Dust was perhaps the most controversial session in the conference. Analytical methods employing TEM developed by ASTM Subcommittee D 22.07 for monitoring asbestos in settled dust and monitoring strategies and results were presented. Many asbestos in settled dust monitoring efforts have required litigation for final interpretation of datasets. Some of the presentations in this session exemplify the diversity of opinions in this area. Additional studies are needed in this field to determine the effect of human, mechanical, and natural activity on generating asbestos aerosols from settled dusts. Research is also needed to better define the quantity of airborne asbestos that constitutes an environmental exposure hazard.

The 1997 ASTM Boulder Conference on Advances in Environmental Measurement Methods for Asbestos served as a focal point for issues related to the needs for improved monitoring techniques for asbestos. This ASTM Special Technical Publication will serve as a
documentaiton for our collective understanding of these issues as they were at the time of the conference. It is hoped that the papers published here will guide others in understanding these monitoring issues and lead to research for further improvements for us all.

Michael E. Beard
Consultant;
Raleigh, NC

Harry L. Rook
National Institute of Standards and Technology
Gaithersburg, MD